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Suspended microchannel resonators SMRs are an innovative approach to fluid-based
microelectromechanical mass sensing that circumvents complete immersion of the sensor. By
embedding the fluidics within the device itself, vacuum-based operation of the resonator becomes
possible. This enables frequency shift-based mass detection with high quality factors, and hence
sensitivity comparable to vacuum-based micromechanical resonators. Here we present a detailed
analysis of the sensitivity of these devices, including consideration of fundamental and practical
noise limits, and the important role of binding kinetics in sensing. We demonstrate that these devices
show significant promise for protein detection. For larger, biologically-important targets such as rare
whole virions, the required analysis time to flow sufficient sample through the sensor can become
prohibitively long unless large parallel arrays of sensors or preconcentrators are employed. © 2010
American Institute of Physics. doi:10.1063/1.3475151
I. INTRODUCTION
Recently, unprecedented mass sensitivity has been
achieved with micromechanical and nanomechanical
devices.1–4 Underlying these advances is the high suscepti-
bility to added mass that is characteristic of miniature me-
chanical resonators. Equally important is that microelectro-
mechanical and nanoelectromechanical systems MEMSs
and NEMSs resonators are capable of attaining very high
resonance quality factors Q. These two attributes, respec-
tively, yield high mass responsivity—that is, frequency shift
per added mass increment, and high frequency stability—
necessary for observing a minute adsorbate-induced fre-
quency shift.
In liquid, micro- and, especially, nanomechanical reso-
nators become heavily fluid-loaded and generally exhibit
overdamped response.5,6 This strong fluid coupling alters the
mass responsivity to some degree but most profoundly im-
pacts the resonator’s frequency stability—the fluid damping
precipitously suppresses device Q.5 For this reason it has not
been possible to realize similar advances in mass sensitivity
for MEMS and NEMS immersed in liquid as have recently
been obtained with vacuum-based devices. This has imposed
a significant barrier to biological sensing via mass detection
in liquid.
Burg and Manalis7 have recently developed an innova-
tive approach to fluid-based mass sensing that circumvents
these fundamental limitations.8–10 Within a vacuum-based
microcantilever structure they embed a microfluidic flow
channel, which is subsequently used to transport and present
fluid-based analytes to the active vibratory region of this
micromechanical mass sensor. Here we analyze practical and
fundamental limits to biological mass sensing with such
SMRs, focusing on the ultimate sensitivity that is attainable
with geometric scaling to nanometer dimensions.
Our performance analyses of suspended microchannel
resonators SMRs are based on two general considerations.
First, we draw insights from a number of recent and detailed
studies that analyze the kinetics of capture attainable with
fluid-immersed sensors.11–14 Second, we employ modeling of
the ultimate sensitivity of vacuum-based micromechanical
and nanomechanical mass sensors now verified by the afore-
mentioned experiments in multiple laboratories, which has
shown that marked improvements are obtainable with scaling
downward in size.15 We show here that when evaluating sus-
pended microchannel devices, in addition to estimating de-
vice responsivity and noise performance, careful consider-
ation of the kinetics of analyte capture is essential. Highly-
optimized devices capable of single-analyte or single-
molecule sensitivity can easily become event limited—that
is, at lower concentration levels of biological relevance they
may experience a single binding event only extremely
infrequently—in the extreme case, only every few days. An
example is the recently studied case of an individual nano-
wire device sensing analytes at 10 fM sensitivity.11 In the
case of SMRs, an additional limitation arises from the
minute volume-handling capacities of individual devices.
SMRs have recently been applied to the measurement of
fluid density16,17 and more recently to biosensing in
liquid.9,10,18–20 Underlying these advances is the high quality
factors attainable with these fluid-filled devices; values of
15 000 have been demonstrated, which are equivalent to
those observed when the device is empty.10 These results are
in sharp contrast with those obtained from fluid-immersed
mechanical resonators, where Q’s of order 1–10 are typical.6
It is possible to enhance these low Q’s from fluid-immersed
devices by operating them using higher-order vibrational
modes or stiffer geometries. The resulting higher frequency
operation serves to increase the Reynold’s number21–23 but
even with this enhancement, Q’s rise only to values of orderaElectronic mail: roukes@caltech.edu.
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30. Nonetheless, even such modest improvements can be
sufficient to enable useful biosensing applications.22
In practical implementations, however, kinetics can be-
come a limiting factor with SMR devices due to practical
constraints on the maximum volume of fluid that can flow
through a narrow channel at tolerable operating pressures
and time intervals. We present here a detailed analysis of the
sensitivity of such devices for the detection of biological
targets that are both large e.g., virions and small e.g., pro-
teins. In our analyses below we will consider two distinct
modes of detection: flow-through and affinity-capture based
detection.
II. OVERVIEW: FLOW-THROUGH AND AFFINITY-
CAPTURE MODES OF DETECTION
Two modalities of operation are possible with SMR de-
vices; namely, flow-through detection in which the target
analyte is detected by accurately measuring its mass as it
passes through the channel, and affinity-based capture in
which target analytes are captured by molecular recognition
on a biofunctionalized surface of the device. Flow-through
detection obviates the need for expensive reagents and
sample preparation that are essential for preparing function-
alized surfaces required for specific capture. However, flow-
through detection is only possible for situations where the
detector sensitivity is sufficient for single-particle detection,
in other words, where the resolution enables distinguishing
target particles from other constituents of the sample solu-
tion. For the smallest targets, such as individual proteins, this
can prove to be challenging—and detection by affinity-based
capture may provide a more practical approach.
By contrast, the sensitivity requirements for detection
with functionalized capture are less stringent than for flow-
through detection for two reasons: 1 the added mass signal
from immobilized target analytes can be averaged over a
period of time longer than that for free-particle transit
through the microchannel; 2 the functionalization can pro-
vide high specificity-of-capture. This can reduce false posi-
tives arising from particles of similar mass, which can occur
for operations that are based on nonspecific, flow-through
detection.
III. ANALYSIS OF FLOW-THROUGH DETECTION:
INDIVIDUAL VIRIONS
A. Flow-through detection: Device geometry,
operating pressure, and sensitivity impose practical
limits on analyte flux
As mentioned, a basic criterion for performing flow-
through detection is that the device should have sufficient
sensitivity to permit single-particle detection. The minimum
concentration at which single-particle detection can be
achieved within a given time interval is determined by the
particle flux, which is, in turn, dependent upon the maximum
achievable flow rate. Two factors are involved. The first is
the maximum tolerable pressure across the device; along
with the device flow impedance, this sets the highest flow
rate that is physically achievable before device failure. The
second is the minimum particle residence time that is neces-
sary to achieve a detectable signal above the ambient noise
level the noise “floor”. The former criterion tends to favor
devices with larger cross-sectional channel dimensions,
while the latter criterion tends to favor smaller, more sensi-
tive, devices.
We consider the minimum requisite residence time for a
range of device dimensions, for a specific biological ex-
ample: Human immunodeficiency virus HIV virion detec-
tion. HIV is a relatively large virus and, as such, it is one of
the more optimally suited viral particles for this
technique—it has a diameter of roughly 100 nm and a mass
density of 1.2 g /cm3.24 Suspended microchannel devices ac-
tually sense changes in relative density, that is, of the relative
increase in mass over that of the fluid displaced by an ana-
lyte, referred to here as the mass difference. For an indi-
vidual HIV virion the mass difference is 80 ag. We will
begin by considering SMRs based upon cantilever mass sen-
sors, and will subsequently address doubly-clamped beam
devices. We analyze five uniformly scaled cantilever-SMR
geometries; their device attributes are summarized in Table I.
For each of these five example geometries we perform cal-
culations for two important cases: a for an ideal device, for
which the dynamic range of motion is determined, at the
upper limit, by the onset of mechanical nonlinearity and, at
TABLE I. Physical parameters for prototype Si microchannel resonators. Parameters tabulated are thickness, t; width, w; length, ; channel thickness, tchan,
and channel width, wchan the latter value is for doubly-clamped beams, for cantilevers, the width of an individual channel is wchan /2, Quality factor, Q,
frequency in vacuum, f; force constant, K; mass sensitivity 1 Hz bandwidth in the fundamental limit for which the dynamic range is determined by
thermomechanical noise and the onset of nonlinearity, mfund and mass sensitivity 1 Hz bandwidth in the practical limit piezoresistive detection and
thermoelastic actuation, mpract. The resonance frequency and spring constant are computed by finite element simulation COMSOL and include the effects of
mass loading by the fluid water. These values shown are for devices fabricated from silicon. The quality factors are extrapolated based on measured quality
factors of fluid-filled SMRs Refs. 8 and 10 and their projected scaling based on previous studies of the quality factor of MEMS/NEMS resonators in vacuum
Ref. 25.
No.
t
nm
w
m

m
tchan
nm
wchan
m Q
Cantilevers Doubly-clamped beams
f
MHz
K
N/m
mfund
ag
mpract
ag
f
MHz
K
N/m
mfund
ag
mpract
ag
1 7000 40 200 5000 20 11 000 0.22 46 4.6 141 1.3 2730 12 179
2 3500 20 100 2500 10 8800 0.44 23 1.2 15 2.7 1360 2.9 23
3 1400 8 40 1000 4 7600 1.1 9.2 0.18 1.5 6.7 546 0.47 2.0
4 700 4 20 500 2 7200 2.2 4.6 0.046 0.27 13.5 273 0.12 0.35
5 350 2 10 250 1 7000 4.4 2.3 0.012 0.09 27.4 137 0.029 0.11
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the lower limit, by the thermomechanical noise floor and b
for a more typical device given current technology, for which
the practical actuation and transduction efficiencies deter-
mine the achievable upper and lower dynamic range limits,
respectively. For each of the five geometries, these two cases
bound the regimes of performance that is practical at present,
and that will be attainable in future with engineering ad-
vances. We stress that it is critical to assess practicality in the
latter case; what are, ostensibly, “ideal” device parameters
can readily verge into the realm of the unattainable. For ex-
ample, although very stiff devices could, in principle, pro-
vide unprecedented sensitivity were they able to be excited
to their onset of nonlinearity and measured at the thermome-
chanical noise floor, in reality they will have miniscule op-
erating amplitudes for feasible excitation amplitudes and,
further, will be essentially impossible to transduce down to
the level thermomechanical displacement fluctuations. A re-
alistic assessment of such practical limitations provides the
essential reality check.
Many methods of actuation and detection are being in-
vestigated for microelectromechanical and nanoelectrome-
chanical systems NEMS/MEMS devices and a clear winner
has not yet emerged. As will be discussed later, many situa-
tions may necessitate parallel operation of large device ar-
rays, either to achieve the requisite fluid throughput or to
enable simultaneous detection of a multiplicity, or of ex-
tremely rare targets. Such large-scale integration is perhaps
most easily achieved by employing integrated, “on-chip”
electrical actuation and detection of the device resonant mo-
tion. To be concrete in our analyses here, we consider elec-
trothermal actuation26 and metallic piezoresistive detection,27
which have been used to realize the first 200-mm-scale
“standard NEMS process.”28 The practical limits considered
here include, for displacement transduction, the additional
electrical-domain Johnson noise arising from the metallic pi-
ezoresistor, and, for actuation, the maximum amplitude at-
tainable with electrothermal actuation set by practical con-
straints, such as the level of steady-state device heating
deemed tolerable. Other popular choices of actuation include
electrostatic, which has been used for the majority of SMRs
realized to date,7,9,10 photothermal actuation, used for the
SMR devices of Barton et al.,29 and piezoelectric which has
been implemented successfully for efficient actuation of
MEMS Refs. 30 and 31 and NEMS Ref. 32 devices
but not to date for SMRs. Thus far, detection of SMRs has
been performed essentially exclusively optically. More gen-
eral
discussion of actuation and detection can be found in sev-
eral MEMS/NEMS review articles.33,34 In light of these
possibilities, we also consider an intermediate case—a de-
vice limited only by practically attainable piezoresistive de-
tection but assumed to be ideally driven to the onset of
nonlinearity by unspecified means. We include both this
case and the fundamental limit set by thermomechanical
motion and the onset of nonlinearity in all of the figures to
provide readers with the means for separately evaluating the
consequences of their chosen methods of actuation and de-
tection.
B. Flow-through detection: Frequency stability
imposes a fundamental limit to the minimum analyte
residence time
As mentioned previously, flow-through detection re-
quires a minimum particle residence time; this enables suffi-
cient averaging to permit a detectable signal to emerge above
the noise floor. This minimum time is determined both by the
available dynamic range and by the requisite frequency res-
olution to detect a threshold mass-density change. Here we
perform a detailed analysis of this minimum residence time,
focusing on the example provided by Device No. 4 Table I,
chosen for its optimal sensitivity Fig. 2. The maximum
achievable signal is determined either by the onset of non-
linearity or the actuation efficiency. We begin by considering
an ideal device, for which actuation to the onset of nonlin-
earity is achieved. We will first consider silicon-based de-
vices; those fabricated from silicon nitride are considered
subsequently. For cantilever-SMRs, the maximum amplitude
at the onset of nonlinearity is given by:35
xmax
cantilever
= 5.46

Q . 1
For Device No. 4 this yields onset at a displacement
of 1.3 m. The power spectral density for thermomechani-
cal noise in the displacement domain is given by
Sx
4kBTQ /K; for Device No. 4, this translates toSx1.4 pm /Hz. The minimum resolvable freq-
uency shift is given by f / f =1 / 2Q SNR
Sx /acq / 2Q xnonlinearity,15,36 where acq is the mini-
mum particle residence time and DR is the dynamic range of
motion. For flow-through detection, the resolution attained
must be sufficient to achieve a detectable mass shift for the
individual particle of interest. The requisite fractional shift
can be expressed as15,36
f/f = − mmin/2Mef f . 2
For HIV, mmin80 ag. Here, Mef f represents the effective
mass of the device which includes its fluidic mass loading;
it is ascertained by finite element simulations for the specific
device geometries considered COMSOL. It should be noted
that the instantaneous frequency shift is dependent on the
position of the target particle along the length channel within
the beam. For a particle transiting through the device it is
actually the average frequency shift that is relevant for our
estimations, given by
f
f = −
mmin
2Mef f
	xo
xo+acquYx/Ymax2dx
acqu
. 3
Here, Mef f is the effective mass for point loading at the end
of the cantilever, Yx is the cantilever deflection at point x
along the length, and u is the particle flow velocity. For the
threshold case where the minimum required particle resi-
dence time is comparable to the actual particle residence
time, Eq. 3 can be simplified to the form of Eq. 2, how-
ever the effective mass must be interpreted as that for uni-
form mass loading rather than point loading. Since we are
interested in minimum processing times, we will hereafter
use this approximation. Within this approximation, Eq. 2
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can be used with the effective mass replaced by the actual
mass of the device plus its entrained fluid, since the weight-
ings of the relative beam positions at position x in Eq. 3
cancel relative to the weightings involved in determining the
effective mass. For Device No. 4 the mass of the device plus
its incorporated fluid is 0.10 ng. A single HIV virion
within the microfluidic channel will thus induce an averaged
fractional frequency shift f / f =385 ppb over the time
course of its residence. Note that this is well within the mea-
sured 10 ppb frequency stability attained with the remarkable
devices of Burg et al.10 Combining these expressions gives a
minimum particle residence time,
acq =
Sx
Q2xmax2
Mef f
2
mmin
2 SNR
2
. 4
Here xmax is the maximum achievable amplitude, which is
determined by the onset of nonlinearity in the current analy-
sis; Sx is the total referred-to-input displacement power
spectral density, determined by thermomechanical noise in
the current analysis; and SNR is the minimum required sig-
nal to noise ratio for detection. In the estimates presented
here we impose the conservative requirement that “detect-
ability” assumes the signal should exceed the noise floor by
a factor of three, viz., SNR=3. For Device No. 4 this yields
a minimum particle residence time of 0.3 s for an analyte
mass difference mmin=80 ag, and a time of 0.13 ms for
mmin=4 ag. The former condition is chosen to represent the
requisite sensitivity for individual HIV virion detection in a
pristine environment uncomplicated with other particles,
while the latter would enable distinguishing an HIV virion
from other constituents in the sample solution provided their
mass differences relative to the displaced water differ from
each other by more than 5%.
For the two smallest devices geometries Nos. 4 and 5
at 8 ag resolution, the required residence time for data acqui-
sition based on the above analysis is comparable to a single
period of oscillation. While it has been established that for
frequency-modulated detection in which the cantilever
serves as the frequency determining element of an
oscillator8–10,37,38 the response time is not limited by the de-
vice quality factor37 as would be the case for conventional
amplitude based slope detection, practical limits still remain
on the minimum detection time, generally set by the re-
sponse time of the feedback control loop and the minimum
time required to accurately resolve the device frequency.
However, it is only for geometries 4 and 5 in the fundamen-
tal limit that the minimum acquisition time is sufficiently
short for this to be a concern. It will be shown shortly that
for these smallest geometries, the maximum throughput is
limited not by the measurement response time but by the
pressure-limited flow rate through the device, from which a
residence time 2000x greater than the previously quoted re-
quired acquisition time is determined for geometry No. 4 at
10 psi.
C. Flow-through detection: Actuation and
transduction efficiencies impose a practical limit to
minimum analyte residence time
As mentioned, a practical and currently achievable
implementation for integrated actuation and transduction can
be realized using thin metal film resistors for both ther-
moelastic actuation26 and piezoresistive detection.27 For the
latter, we will assume gold film piezoresistors with thickness
50 nm, length 1 m, and width 100 nm are employed. This
yields a typical device resistance of 10–100 , and any ad-
ditional lead resistance is ignored since much thicker films
can be employed for the connecting electrodes. It is worth
noting that even though the Johnson noise contribution to the
total noise power spectral density scales with device resis-
tance, the strain-induced signal itself scales with the device
resistance for operation at fixed power. The fixed-power
case is generic since device bias and hence maximum signal
are limited by the maximum tolerable heating. In this limit,
the Johnson noise, referred back to the displacement domain,
is independent of device resistance to lowest order. The re-
sulting detection sensitivity is much less dependent upon the
precise dimensions of the piezoresistor than one might ini-
tially expect. A caveat here is that the piezoresistor should be
as short as possible to concentrate its overall strain response
to within the region of greatest strain at the base of the de-
vice. Simultaneously, the length to cross-section ratio should
be chosen to allow the strain-sensing resistance to be domi-
nant over lead resistances. These considerations motivate our
choice of the piezoresistor geometry employed in this ex-
ample. We carry out finite element simulations COMSOL to
estimate the device heating under operational conditions. For
geometry No. 4, a bias power of 2 mW yields a maximum
temperature rise of 9 °C at the fluid-silicon interface, which
is deemed acceptable. For other geometries tolerable bias
levels range from 0.6 mW for the smallest device to 11 mW
for the largest. The maximum temperature rise in the fluid
will be somewhat less than this due to incomplete thermali-
zation of the fast-flowing fluid, and from the fluid-mediated
device cooling it provides. At this 2 mW bias, the Johnson
noise contribution to the total noise voltage power spectral
density is SVJ 1 nV /Hz. Referred back to the displace-
ment domain, this noise contribution is SxJ1.3 pm /Hz,
for a combined noise spectral density, SxJ+Sx only about
40% greater than the fundamental limit set by thermome-
chanical fluctuations. The induced strain in the piezoresistive
region from thermoelastic actuation is given by

	xxPR = Q
T
Eactuator
Edevice

	xx
 PR
	xx
 + 	yy
 + 	zz
 actuator

	ij

	ij
 device
Vactuator
Vdevice
 .
5
Here 
	xxPR is the average induced strain in the piezoresis-
tive region in the direction of current flow, 
	xx
 PR is the
average strain in the piezoresistive region in the direction of
current flow for a normalized amplitude of oscillation, 
	xx

+	yy
 +	zz
 actuator is the average total strain in the actuator for
the same normalized amplitude of oscillation, and

	ij

	ij
 device is the average product of strain tensors over the
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entire device for the same normalized amplitude of oscilla-
tion. As usual, Q represents the device quality factor; 
 is the
thermal coefficient of linear expansion for the metallic gold
actuator; T the temperature rise within the metallic actua-
tor, which has been shown by numerical simulations to be
roughly uniform for excitation frequencies below the inverse
thermal time constant of the drive loop;39 Eactuator and Edevice
are the Young’s moduli for the actuator and device, respec-
tively; and Vactuator and Vdevice are the respective volumes.26
As the actuation efficiency is strongly dependent on the ac-
tuator’s volume relative to the total device volume, we as-
sume a somewhat thicker 80 nm gold film is used com-
pared to that of the piezoresistor. This increased thickness
also provides efficient cooling, allowing the device to oper-
ate at higher frequencies. Given that Au has greater thermal
conductivity than Si, much of the cooling for this geometry
will occur through the metal film. The optimum actuation
length is determined by a number of factors. If the actuator is
too short then the actuation is inefficient due to the
Vactuator /Vdevice term. However, if it is too long a reduction in

	xx
 +	yy
 +	zz
 actuator Vactuator results, since terms under both
compressive and tensile stress cancel. This is particularly
significant for higher order modes. Before this begins to play
a role, a decrease in signal will be observed with increasing
actuator length due to decreased cooling efficiency. The fre-
quency of thermal roll-off in actuation efficiency scales as
roughly the square of the inverse of the actuator length. For
80 nm thick electrodes, a 0.25 m long gold actuator has
thermal roll-off at roughly 40 MHz.26 In practice, for funda-
mental mode operation, the actuation efficiency is optimized
when the thermal roll-off is roughly equal to the operating
frequency. We employ this fact as a design constraint here.
Since the devices of interest here are much wider than those
of Bargatin et al.,26 we assume a meandering layout is em-
ployed; this maximizes surface coverage of the actuator
while maintaining reasonable resistance values Fig. 1. For
the cantilever-SMR geometry of Device No. 4 actuator
length: 1.7 m, actuator width, 0.27 m, with one loop on
either side of the piezoresistor, a 9 °C maximum tempera-
ture rise in the gold regions from which the flowing fluid is
partially thermally isolated by the silicon thermoelastic ac-
tuation should provide a maximum deflection of 300 nm.
This corresponds to an average strain in the piezoresistive
region of 7.510−4, and yields displacements roughly a fac-
tor of ten below the onset of nonlinearity. For Device No. 4,
if we incoherently sum the contributions of both thermome-
chanical and Johnson noise, and assume the device is oper-
ated it at the maximum deflection achievable with ther-
moelastic actuation, a minimum particle residence time of 5
ms is required to achieve 4 ag resolution. This can be com-
pared with a much shorter time of 0.13 ms obtained were one
to assume an “ideal” device is realizable. This significant
difference serves to illustrate the importance of careful as-
sessment of practical limitations.
D. Flow-through detection: Circumventing long
measurement times may require analyte
preconcentration or parallel processing
Two considerations enter into the determination of the
maximum flow rate. These are the minimum particle resi-
dence time required to achieve a detectable signal, as dis-
cussed above, and the maximum tolerable pressure drop
across the device. Continuing with the previous example, a
residence time of 0.13 ms corresponds to a maximum volu-
metric flow rate of 6 nl/min through a single device, whereas
0.16 nl/min is obtained for the previously calculated practical
limit of 5 ms. If we assume fluid flow through the device can
be modeled as simple Hagen–Poiseuille flow,40 achieving a
flow rate of 6 nl/min will require a pressure drop of 28 psi
across the device. This is at the upper limit for realistic pres-
sures attainable with existing device technologies. If we
more conservatively estimate that the maximum tolerable
pressure is 10 psi, then the maximum achievable flow rate
is 1 nl /min. In Fig. 2, we plot the maximum flow rate,
determined by considering both the maximum tolerable pres-
sure and the minimum required residency time. Devices of
similar geometry are routinely operated at pressures of order
10 psi Ref. 18 shown as a solid line in Fig. 2. For 80 ag
resolution at 10 psi, we see that the maximum achievable
flow rate is pressure limited for both the fundamental and
practical limits. A dotted line is used to indicate the limit of
detection LOD which could be achieved at 1000 psi. For
flow-through detection, target particles can be distinguished
from solution constituents only to within the accuracy of the
mass measurement. For example, 80 ag resolution might al-
low a single virion to be detected but would not allow it to be
distinguished from a 100 ag particle in the solution. Accord-
ingly, in Fig. 2 we also plot the maximum flow rate for
detection in a “pristine” solution unpopulated by competing
analytes requiring only 80 ag resolution, and that required
to permit distinguishing particles whose mass difference
relative to the water displaced differs from the target by
more than 5% requiring a more stringent 4 ag resolution.
For cases where discrimination between particles that are
extremely close in mass is essential, it may not be possible to
attain sufficient mass resolution with any realizable device
geometry, and a separation-based method may become nec-
essary. For such cases, rather than employing flow-through
detection, discrimination could be achieved by selective pre-
filtering of the sample solution, or by affinity-based capture
at the sensor itself. The mutually competing limitations—of
flow rate, stemming from device geometry; and of the requi-
site minimum residence time acq, enabling single-particle
detection—yield an optimum geometry that is roughly of
dimensions represented by Device No. 4.
In our preceding analysis we have not included the ef-
fects of long-term drift. We also neglect possible contribu-
tions from 1 / f noise, having assumed the operating fre-
FIG. 1. Color online Schematic of a silicon SMR with integrated thermo-
electric actuation and piezoresistive detection. Left: cantilever, right:
doubly-clamped beam.
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quency is chosen sufficiently high as to circumvent such
contributions. These considerations could present a challenge
if integration times greater than 1 s are envisaged. Except for
the largest devices, all the SMRs considered here have suf-
ficient sensitivity to achieve individual HIV virion detection
80 ag resolution with particle residence times shorter than
1 s. However, only the smallest devices can reach 4 ag
resolution within a 1 s averaging time.
If we assume acquisition of ten detection events is the
threshold permitting a statistically meaningful measure-
ments, then the optimal flow rate can be directly related to
the LOD within a convenient, fixed measurement time. We
set this time to be 10 min; the implications of this are dis-
played in Fig. 2. For Device No. 4, a LOD of 9
105 particles /ml 1.5104 particles /ml if the 10 psi
pressure limit is not included is obtained for detection in
“pristine” solution 80 ag resolution, whereas an LOD of
6106 particles/ml is obtained for detection providing the
ability to distinguish particles whose mass difference rela-
tive to displaced water differs by more than 5% 4 ag reso-
lution. These considerations can be recast as the requisite
measurement time to evaluate a sample with a specific target
concentration. For example, to detect ten particles from a
sample with a concentration of 104 particles /ml without pre-
concentration, one finds that 1 l of sample must be pro-
cessed through the device. Here we make the optimistic as-
sumption that every particle flowing through the device is
detected. For Device No. 4, the maximum practical flow rate
to achieving 4 ag resolution is, from Fig. 2, approximately
170 pl/min. Processing 1 l through a single device at this
flow rate would require approximately four days. This illus-
trates that for flow-through detection to be useful at these
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FIG. 2. Color online LOD for flow-through detection when determined by device sensitivity minimum residence time required for single-particle detection
and device geometry. The optimum flow rate right axis at which target can be introduced to the device is determined by both the device geometry dominant
for small devices and acq, the minimum residence time required for the device to achieve single-particle detection dominant for large devices. The
minimum residence times are indicated by the gray shading in each plot. Values for the geometric scale factor assume uniform scaling relative to Device No.
4 Table I. To compute the LOD left axis it is assumed that ten particles must be detected in 10 min. Left: 80 ag resolution would allow HIV virion
detection in a pristine environment. Right: 4 ag resolution would allow HIV virions to be distinguished from other particles in solution provided the mass
difference was 5%. Top: cantilevers, Bottom: doubly- clamped beams.  blue triangle TM and NL: LOD, fundamental limit signal to noise ratio limited
by the onset of nonlinearity and thermomechanical noise.  green circle PR and NL: LOD for a device with integrated piezoresistive read-out maximum
drive set by onset of nonlinearity.  purple square PR and TE: LOD, practical limit piezoresistive read-out and thermoelastic actuation. Solid symbols ,
, : silicon devices. Hollow symbols , , : silicon nitride devices. The solid lines are a guide to the eye and correspond to a maximum operating
pressure of 10 psi. Dashed lines no symbols are used to indicate the LOD if a maximum operating pressure of 1000 psi is permitted. Dotted lines are used
to highlight regimes where particle residence times acq exceed 1 s and long-term drift not included in the model becomes an increasing concern. Several
conclusions can be taken from the plots. First, there is an optimal geometry that balances the higher sensitivity of the small devices against the higher
volumetric flow rate achievable with the large devices. Second, the material differences between silicon and silicon nitride do not substantially affect device
performance, except for the practical limit where the reduced thermal conductivity and increased stiffness of the nitride degrades the actuation and detection
efficiency. We stress that the processing of a 1 l sample volume required to detect ten particles at a concentration of 104 particles /ml through a single
device at 170 pl/min optimal flow rate for achieving 4 ag resolution would require four days. Achieving practical analysis times will require alternative
approaches, such as preconcentration and use of large device arrays.
084701-6 J. L. Arlett and M. L. Roukes J. Appl. Phys. 108, 084701 2010
Downloaded 06 Dec 2010 to 131.215.220.185. Redistribution subject to AIP license or copyright; see http://jap.aip.org/about/rights_and_permissions
concentrations, parallel processing that is, arrays of SMRs
or preconcentration will be required. For example, with both
thousand-fold preconcentration and parallel operation of an
array of 50 devices the same sample volume could be pro-
cessed in about 6 s. We also anticipate that there is signifi-
cant possibility for further optimization of the actuation and
detection efficiencies with piezoelectric actuation and
detection.41,42 The optimum volumetric flow rate for a device
operating at the fundamental limit with 4 ag resolution is
7.4 nl/min achieved for the silicon nitride cantilevers in ge-
ometry No. 3. At this sensitivity an array of 50 devices with
thousand-fold preconcentration could process the requisite
sample volume in 0.2 s. However, even with such ad-
vances, processing of the requisite sample volume by a
single device without aid of preconcentration would still re-
main impractically slow, of order 2 h.
E. Flow-through detection: Selection of device
materials can affect device sensitivity
The materials used to fabricate an SMR device affect its
performance. For the smallest devices, the LOD is deter-
mined by the maximum flow rate, which is, in turn, set by
the maximum tolerable pressure that can be applied. This is
not particularly dependent on the material properties Fig. 2.
For larger devices, however, the maximum flow rate is de-
termined by the sensitivity—which is indeed dependent upon
material properties. For “ideal” devices with performance set
by fundamental limits, a slight improvement is seen for sili-
con nitride devices, primarily due to the higher Young’s
modulus compared to silicon and the corresponding increase
in resonance frequency. However, we find this improvement
is modest, typically only of order two. By contrast, for de-
vices limited by practical considerations, silicon nitride
yields inferior performance. This stems from the decreased
actuation and transduction efficiencies, which are a conse-
quence of the material’s reduced thermal conductivity–for
geometry No. 4 COMSOL simulations indicate a temperature
rise of 9 °C at the silicon/water interface for a bias across
the piezoresistor of 220 W as compared with 2 mW for a
silicon device–and increased stiffness and density compared
to that of Si.
F. Flow-through detection: Comparison of cantilevers
and doubly-clamped beams in the fundamental
limit, for flow-through detection applications
The discussion so far has focused on cantilever-based
SMR devices. With several additional considerations, most
of the calculations presented above also relate to doubly-
clamped beams. In our discussion of fundamental limits, we
stated that the maximum deflection is generally set by the
onset of nonlinearity. For a doubly-clamped beam SMR, the
deflection at the onset of nonlinearity is given by43
xnonlinearity=2 /
Q3. Here, xnonlinearity is the deflection
of the mid-point of the beam at the 1 dB compression point
the point at which the signal is 1 dB lower than expected for
the case of a purely linear response, t is the device thick-
ness, 
=0.05A / I, A is the cross-sectional area, and I is the
moment of inertia. For Device No. 4, this indicates that
xnonlinearity=27 nm; this value should be compared with the
similar onset occurring at a much larger deflection,
1.3 m rms, for the more compliant cantilever geometry.
The thermomechanical displacement noise spectral density,
Sx

, is roughly a factor of 36 smaller for the doubly-clamped
beam than for the cantilever due to its higher frequency and
stiffness. The expression for the minimum residence time
Eq. 4, shows that for devices of equal quality factor, reso-
nator mass, and minimum detectable mass, the relative par-
ticle residence times are given by acq
cantilever /acq
beam
= Sx
cantilever /Sx
beamxmax
beam /xmax
cantilever20.15. This implies
that the maximum tolerable volumetric flow rate, limited by
the requisite averaging time set by the device mass sensitiv-
ity, is about sevenfold larger for a cantilever than for a
doubly clamped beam. This is a direct consequence of fact
that the greater dynamic range of motion for cantilevers
makes their frequency-fluctuation noise lower, compared
with that of doubly-clamped beams of similar dimensions.
G. Flow-through detection: Comparison of cantilevers
and doubly-clamped beams in the practical limit,
for flow-through detection applications
Comparison between practical cantilever and doubly-
clamped beam devices is straightforward if one evaluates the
strain induced at the onset of nonlinearity. For this analysis
we assume metallic piezoresistive read-out is employed, and
that the resonators are driven to the onset of nonlinearity. For
a doubly-clamped beam with geometry of Device No. 4, its
27 nm rms deflection at the onset of nonlinearity corresponds
to an average strain in the piezoresistive region of 5
10−4. A cantilever device with the same geometry would
develop, at its much larger 1.3 m rms onset of nonlinear-
ity, an average strain of 310−3. The Johnson noise from
the piezoresistors will be identical for both devices, so the
relative particle residence times can be compared by the ex-
pression acq
cantilever /acq
beam
= 	max
beam /	max
cantilever2, which is of order
0.02 for the present example. Within the sensitivity-limited
regime, this corresponds to a 50-fold improvement in the
LOD for the cantilever-based SMR, as compared to that of a
doubly-clamped beam device.
Employing current technology, a practical device might
be constructed using piezoresistive detection and thermoelas-
tic actuation. The maximum achievable strain via ther-
moelastic actuation is similar for both cantilevers and
doubly-clamped beams. Our finite element simulations of de-
vices with the dimensions of Device No. 4 indicate a maxi-
mum strain of 4.410−4 is attained for the doubly-clamped
beam and 7.510−4 for the cantilever. For piezoresistive
readout, assuming the device is Johnson noise limited, the
relative particle residence time is given by acq
cantilever /acq
beam
= 	max
beam /	max
cantilever20.34. This indicates that the maximum
volumetric flow rate determined by device sensitivity is
roughly threefold larger for a cantilever than for a doubly-
clamped beam. When both Johnson noise and thermome-
chanical noise are considered, along with thermoelastic ac-
tuation, then the cantilever shows only a twofold
improvement in LOD over the doubly-clamped beam. In
fact, for the cantilever geometry in the practical limit at 80
ag resolution and a maximum operating pressure of 10 psi,
084701-7 J. L. Arlett and M. L. Roukes J. Appl. Phys. 108, 084701 2010
Downloaded 06 Dec 2010 to 131.215.220.185. Redistribution subject to AIP license or copyright; see http://jap.aip.org/about/rights_and_permissions
the flow rate of Device No. 4 is actually pressure-limited
and, as such, the doubly-clamped beam is preferable. Three-
fold greater maximum flow rates can be obtained with the
doubly-clamped beam SMR than with the cantilever device
due to the flow channel architecture. For the former this can
be half the length and twice the width as for a comparable
cantilever device, since the microchannel in a doubly-
clamped device need not loop back on itself. Doubly-
clamped beam SMRs have two additional apparent advan-
tages: namely, that their design is more robust against
fabrication- and shock-induced stiction, and they are less
likely to clog under conditions of operation than the
cantilever-SMRs that have a U-shaped flow channel. The
maximum achievable flow rates for cantilever and doubly-
clamped beam geometries are both shown in Fig. 2. At 10
psi, for the larger, sensitivity-limited, devices Devices Nos.
1, 2, and 3, the cantilever outperforms the doubly-clamped
beam, whereas for the smallest, pressure-limited devices
Devices Nos. 4 and 5, the doubly-clamped beam yields the
best performance. At 1000 psi and 80 ag resolution, the can-
tilever outperforms the doubly-clamped beam for all but the
smallest device. For 4 ag resolution sensitivity consider-
ations become correspondingly more important, favoring
cantilever devices for all five size scales even at 10 psi.
IV. ANALYSIS OF DETECTION USING
AFFINITY-CAPTURE: INDIVIDUAL VIRIONS
For affinity-capture detection, target particles are cap-
tured on a biofunctionalized surface of the device. In contrast
to flow-through operation, the flow rate and resulting analy-
sis time for affinity-capture operation is not determined by
the minimum particle residence time required for single-
particle detection. Instead, the sensitivity is determined by
the flow rate, in turn determined by geometry, maximum
tolerable pressure, and by the kinetics of diffusion and bind-
ing.
With affinity capture, the time required for signal-
averaged detection of immobilized particles is not generally
a significant consideration. Accordingly, understanding the
kinetics of the affinity-capture process is critical; it can play
an equally significant role as the device mass sensitivity in
determining the SMR’s concentration sensitivity. Maximal
capture of target in a fixed time interval is achieved with
high flow rates, which allow convection to dominate over
diffusion.11–13,34,44 In this regime the boundary layer, across
which analytes must diffuse to bind to the surface, is mini-
mized. The maximum, pressure-limited, flow rates that can
be achieved in the SMR devices considered here are of order
0.3 nl/min to 2 l /min. Since we are interested in fast de-
tection 10 min, it is reasonable to consider single pass
detection within the device volume. Throughout this analy-
sis, our assumption will be that microliters of sample are at
our disposal, hence we assume fluid will not need to be re-
circulated to maximize the likelihood of analyte capture.
Hence, we need only consider the possibility of analyte
depletion near the functionalized capture surface, and not
within the bulk of the sample. We follow the approach pre-
sented by Squires and Manalis.11 Following their analysis, it
can be verified that convection dominates over diffusion by
considering two Peclet numbers. The first, Pe
thickness
channel = tD / tC
QV / Dwc Ref. 11 ranges from 5102 to 8105 for the
flow rates considered here arising from an assumed 5 psi
pressure drop across the device. In this expression, tD and tC
are the diffusion and convection times with respect to the
channel thickness, dc.45 Also, QV is the volumetric flow rate,
D is the diffusion constant a value of 2.210−12 m2 /s is
assumed for HIV virions46, and wc is the channel width. The
second Peclet number, Pe
depth
sensor= tD / tC6L /dc2Pe thicknesschannel ,
compares diffusion to convection times relative to the “sen-
sor depth,” L. By sensor depth we mean the length of the
functionalized sensor capture region along the direction of
fluid flow. For SMRs, L will usually be the entire microchan-
nel path length within the sensor. Note that it is important to
functionalize only the path within the vibratory device, so as
to circumvent analyte depletion from the adjacent anchored
regions that are not sensed.
For the five device geometries analyzed here, the sensor
depth is large compared to the channel thickness, that is L dc,
hence Pe
depth
sensor1. In this regime, where Pe
thickness
channel and Pe
depth
sensor
are both much greater than one, the number of particles
reaching the sensor per unit time is given by
J  Dc0w0.81 Pesensor
depth
1/3
+ 0.71 Pesensor
depth
−1/6
− 0.2 Pesensor
depth
−1/3
. . . ,
6
where c0 is the concentration particles in solution.
11,47,48 The
fraction of the analyte flux that reaches the functionalized
capture area is therefore given by f =J / QVco. This ranges
from 0.2% for the largest devices to 10% for the smallest
devices. We further assume that 10% of these particles reach-
ing the surface actually bind to the device and, further, that a
1 Hz bandwidth is used. Under these conditions, when both
Johnson noise and thermoelastic actuation are considered,
single-particle detection appears possible for all but the larg-
est device. For this largest of devices the LOD is, at best, the
signal that would arising from the binding of three particles.
To acquire a statistically meaningful measure of concen-
tration, we impose the criterion that a minimum of ten par-
ticles must be detected. The resulting minimum concentra-
tion sensitivities are shown in Fig. 3. The improvement in
concentration sensitivity for the larger devices arises prima-
rily from their greater channel width and hence surface area
for capture, allowing more particles to be captured within
the same time interval. This increase is observed solely be-
cause HIV virions are sufficiently massive that, even with the
largest device, single-to few-particle sensitivity can be at-
tained. However, for smaller viruses such as HCV, Polio, and
Parvo, there is an improvement in performance for the
smaller devices arising from their enhanced sensitivity. In
sensing these lighter targets with the smallest devices, how-
ever, considerations of particle flux and flow rate can, once
again, play a limiting role.
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V. ANALYSIS OF DETECTION USING AFFINITY-
CAPTURE: PROTEINS
A similar analysis may be used to estimate the sensitivity
of SMR devices employed for protein detection. Since these
devices generally do not have the sensitivity to detect indi-
vidual proteins, affinity-based capture becomes necessary. To
be concrete, we take prostrate specific antigen PSA for our
prototypical protein. PSA is a 34 kDa protein,49 with a partial
specific volume of 0.744,50 for a mass difference relative to
displaced water of 8.7 kDa. The LOD, here couched as the
minimum number of proteins that can be detected, are plot-
ted for our five device geometries in Fig. 4. Sensitivity down
to the level of tens of proteins is possible for the smallest
devices, even in the practical limit. As is evident from Fig. 4,
SMR cantilever devices performing at the fundamental limit
should achieve the potential of single-protein sensitivity.
As in our previous considerations, the ultimate concen-
tration sensitivity will be determined by both the mass sen-
sitivity of the device and the kinetics of analyte capture. For
the latter, analyte diffusion and reaction kinetics both play a
role. However, in almost all practical situations of relevance,
we will show that SMR devices operate in the reaction-
limited regime. To evaluate this, we estimate protein diffu-
sion in the same manner as for the HIV detection analysis
described previously, assuming a diffusion coefficient D
=8.510−11 m2 /s.49 The Peclet numbers still remain sig-
nificantly greater than one, although they are less than for
HIV detection—Pe
thickness
channel ranges from 26 for the smallest de-
vices to 2104 for the largest of devices. To understand the
binding kinetics, it is important to consider another dimen-
sionless parameter, the Damkohler number,11
Da =
kon
f
bm
QV
10−3 m3/l
NA
, 7
where NA is Avogadro s number, and kon is the on rate, for
which kon=4.1104 M−1 s−1 is used, corresponding to PSA
binding to anti-PSA monoclonal antibody.51 its monoclonal
antibody assumed to have a value of 1.210 M−1 s−1. This
corresponds to the measured rate constant for human T-cell
receptor CD4 binding to anti-CD4 monoclonal antibody.52
Also, bm is the total number of binding sites. For each of the
five geometries, we estimate bm=A, assuming a typical re-
ceptor surface density of order =2104 /m2,11,53 with A
representing the active functionalized surface area within
the device microchannel. This produces a value for the
Damkohler number ranging from 310−3 for the smallest
device, to 110−2 for the largest. The concentration near the
sensor is given by cs=c0 / 1+Da where c0 is the bulk un-
depleted concentration. For the geometries considered, this
gives cs0.9c0 for all of the devices considered here. In
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FIG. 4. Color online Sensitivity limit for protein detection with capture. A
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angle TM and NL: Minimum detectable number of proteins, fundamental
limit signal to noise ratio limited by the onset of nonlinearity and thermo-
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are a guide to the eye.
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other words, analyte depletion is minimal in this reaction-
limited regime. From this we can estimate the number of
bound molecules at time t, as
bt
bm
=
csKC
1 + csKC
1 − expkonc0 + kof f . 8
Here kof f is the disassociation rate constant, for PSA kof f
=4.510−5 /s Ref. 51 and KC=kon /kof f is the equilibrium
constant. Since the minimum required number of bound pro-
teins bt is determined by the sensitivity of the device Fig.
4, Eq. 8, allows us to estimate the LOD for our example
device geometries. These are actually time-dependent, as il-
lustrated in Fig. 5 for Device No. 4. For operation at short
time scales, 10 min, measurements remain in the nonequi-
librium, mass-transport-limited regime. Nevertheless, excep-
tional sensitivity at the picomolar scale is attained. Figure 6
shows the concentration sensitivity of all five devices for a
10 min capture time. Again, there is a competition evident
between pressure-limited flow rate and the device sensitivity;
optimum performance is predicted for Device No. 4 in the
practical limit, which attains a projected sensitivity of 1.5
pM 0.23 ng/ml. This value is attained for a single device
without preconcentration. This is very promising perfor-
mance when compared against other current state-of-the-art
technologies.34
VI. CONCLUSIONS
Our analysis shows that NEMS-based and MEMS-based
SMR devices can provide extremely high sensitivity, suffi-
cient to access new and interesting regimes for biodetection.
The results presented here demonstrate that even with the
largest, MEMS-scale devices of Table I, such as Device No.
2 with length=100 m and t=3.5 m, it is feasible to
achieve single-particle detection for a large virus such as
HIV. For smaller molecular-scale analytes such as proteins,
detection of less than 1000 accumulated particles appears
possible. Much smaller devices such as Device No. 4, with
length=20 m and t=700 nm, have the potential to achieve
even higher sensitivity, down to the few-to-single protein
regime.
We have shown that in the flow-through mode of SMR
operation, the sensors themselves can be designed to have
exquisite mass sensitivity, sufficient for the detection of in-
dividual analytes. In the final analysis, however, the domi-
nant limitation to attainable performance is the minute vol-
ume of sample fluid that a single device can process per unit
time. Achieving clinically useful analyte concentration sen-
sitivities on practical time scales proves difficult without
both preconcentration and significant device parallelization.
In optimizing affinity-capture based SMRs there are two
competing considerations: larger devices can process more
sample volume per unit time, so the flux to the sensor region
can be optimized; whereas smaller devices provide higher
mass sensitivity. Optimization of performance must simulta-
neously counterbalance these two considerations. Also,
affinity-capture based SMRs are essentially always in the
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reaction-limited regime. Hence, in direct contrast to the
flow-through mode of operation, affinity-capture SMR de-
vices are not generally limited by the analyte flux. For this
case then, it is maximizing capture cross-section that is para-
mount.
Despite these issues, we have demonstrated that SMRs
have the potential to achieve protein concentration sensitivity
of order picomolar in less than 20 min. This compares favor-
ably to the detection sensitivities of most commercial meth-
ods e.g., Enzyme-linked immunosorbent assay, which are
of order of picomolar but suffer from very long processing
times, generally in the range of one hour.
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